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Abstract— This paper presents MedSafe, a framework for 
automated classification of computer-based medical device 
recalls. The data is collected from the U.S. Food and Drug 
Administration (FDA) recalls database. We combined 
techniques in natural language processing and statistical 
learning to automatically identify the computer-related recalls, 
by interpreting the natural language semantics of recall 
descriptions. We evaluated MedSafe on over 16K recall 
records submitted to the FDA between years 2007-2013.  
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I.  INTRODUCTION 
The recalls related to computer-based medical devices 

constitute nearly 22.9 percent of all the recalls reported to 
the FDA [1]. The analysis of these recalls provides valuable 
insights on the causes of computer failures in medical 
devices and on how the design of future systems could be 
improved to prevent adverse impacts on patients.  

The FDA’s “Recalls” database is a public database of 
medical device recalls, reported by the manufacturers, 
distributors, or other responsible parties since 2002. Each 
record in the database contains the information on a recalled 
device such as the Product Name, Recalling Firm, Quantity 
in the Commerce (i.e. number of devices on the market), 
Reason for Recall, and recovery Action taken to correct the 
device or remove it from the market [2].  

The main challenge in analysis of the recalls data is that 
important fields in the records, including the Product Name, 
Reason for Recall, and Action, are entered by the human 
reporters in an unstructured text format. Therefore, the 
identification of causes of failures requires semantic 
interpretation of the natural language text.  

Previous work on analysis of the FDA databases used 
either keyword searching or manual reviewing of recall 
descriptions to extract the software-[3][4][5], computer- [1], 
and security-[6] related problems based on subsets of FDA 
data. These approaches require significant amount of human 
effort and still may not produce accurate results due to 
human mistakes or inadequate list of keywords.  

We present MedSafe, a framework for automated 
identification of computer-based medical device recalls. 
MedSafe uses natural language parsing in conjunction with 
statistical learning to extract relevant features from the 
Reason for Recall descriptions in order to classify the recalls 

into computer- vs. non-computer categories. The proposed 
approach enables automated analysis of larger sets of recalls 
and provides a way to measure impact of computer failures 
in different device categories and in terms of number of 
devices on the market that were affected by the recalls. 

II. RECALLS DATA ANALYSIS 
MedSafe goes through two main steps for extraction and 
classification of computer-related recalls: 

Recall Data Extraction: First, all the recall records 
submited for a desired period of time are downloaded from 
the database by web crawling the FDA online database and 
parsing the HTML files of the records. Then the number of 
devices (Device Quantity) affected by each recall record are 
extracted by parsing the Quantity in Commerce field, using 
regular expressions and heuristic rules.  

Many of the recall records represent the same failure 
event reported for different devices manufactured by the 
same company. So the unique recall events related to the 
same failures are extracted through coaleasing the recall 
records with the same Event ID. The total number of devices 
affected by each recall is calculated by summing up the 
numeric Device Quantity values extracted for each record.  
Evaluation: The results of this step were evaluated by 
manually reviewing recalls submitted to the FDA between 
years 2007-2013. MedSafe achieved 97.3% accuracy in 
calculating the total number of devices affected by the 
recalls. We found that during the study period, a total of 
16,881 recall records were reported to the FDA, from which 
6,864 (40.7%) were unique recall events.  

Recall Classification: We define a computer-related recall 
as an event causing a computer-based medical device to 
function improperly or present harm to patients or users due 
to failures in device’s software, hardware, I/O, or battery 
[1]. MedSafe uses a set of manually classified computer-
related recalls from our previous study [1], as a training set 
to automatically classify the recalls into computer- vs. non-
computer classes.  

First, the Reason for Recall field of each recall event is 
normalized by removing the punctuations and English stop 
words and converting text into lowercase. Next, the text is 
tokenized into words and a part-of-speech tagger is used to 
extract nouns, adjectives, and verbs from the tokens. Then 
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in order to select the most relevant f
keywords) for classification of the recalls, w
information (MI) metric [7] to measure 
presence or absence of each keyword in 
Recall field of a recall event contributes to 
of that recall into the computer-related 
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